[Effect of a pseudovolume image in multifocus radiography].
The effect of a pseudovolume image was theoretically substantiated on the basis of calculations. This was experimentally studied using with microfocus x-ray diagnostic apparatuses. Digital microfocus and standard x-ray study were compared using an experimental material. Microfocus x-ray study is a highly informative technique that shows a greater possibility to provide volume images of an object than does standard x-ray study.